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Multiphoton endoscopy
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Despite widespread use of multiphoton f luorescence microscopy, development of endoscopes for nonlinear op-
tical imaging has been stymied by the degradation of ultrashort excitation pulses that occurs within optical
fiber as a result of the combined effects of group-velocity dispersion and self-phase modulation. We introduce
microendoscopes (350 1000 mm in diameter) based on gradient-index microlenses that effectively eliminate
self-phase modulation within the endoscope. Laser-scanning multiphoton f luorescence endoscopy exhibits
micrometer-scale resolution. We used multiphoton endoscopes to image f luorescently labeled neurons and
dendrites. © 2003 Optical Society of America

OCIS codes: 170.2150, 170.2520, 170.5810, 170.3880, 170.1790.
Multiphoton f luorescence imaging offers a key
advantage for imaging within strongly scattering
biological media: depth sectioning without use of
a confocal pinhole for excluding out-of-focus f luo-
rescence.1 Sectioning arises because the N-photon
excitation rate per f luorophore decays sharply with ax-
ial distance from the focal plane.2 Since f luorescence
originates from a limited excitation volume, scattered
f luorescence signals need not be wastefully discarded
by a pinhole in the detection optics. Other advan-
tages over conventional confocal f luorescence imaging
include reduced out-of-focal-plane photobleaching
and photodamage and reduced scattering of incident
light by use of longer-wavelength excitation. These
combined benefits often make multiphoton microscopy
superior to confocal microscopy for imaging at focal
depths hundreds of micrometers below the surface of
highly scattering tissue slices or within live animals.1

Nonetheless, confocal imaging has been adapted to
the realm of endoscopy,3 – 8 whereas until now multi-
photon imaging has not been. Compact9 and minia-
ture10 multiphoton microscopes that use single-mode
fiber (SMF) for excitation light delivery have been in-
capable of delivering femtosecond excitation pulses at
nanojoule energies for imaging deep within highly scat-
tering biological tissue.1 We report the design, con-
struction, and application of multiphoton f luorescence
endoscopes (350 1000-mm diameter, Fig. 1a) that are
based on gradient-index (GRIN) lenses and that can
deliver femtosecond pulses up to nanojoule energies.

Why is it that confocal endoscope designs do not ex-
tend to multiphoton imaging? Over SMF lengths as
short as 1–10 cm, femtosecond pulses degrade as a re-
sult of the combined effects of group-velocity dispersion
(GVD) and self-phase modulation (SPM).9 – 13 GVD in
SMF can be precompensated for by use of gratings to
provide negative chirping,10 – 13 albeit at power loss, but
SPM is a nonlinear optical effect that causes nega-
tively chirped pulses to undergo spectral narrowing.
Thus, prechirped �100-fs pulses of 0.1–1 nJ broaden
to 0.2–1 ps after �1 cm of travel in SMF.11 – 13

Increasing laser power to boost f luorescence can par-
tially compensate for this effect, but increased pulse
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energy, E, leads to further spectral changes. Two-
photon f luorescence excited by prechirped pulses de-
livered through SMF increases only as E1.25 (Ref. 14)
rather than as E2. A subquadratic increase in two-
photon f luorescence occurs for E above �0.1 nJ (8-mW
average power at 80-MHz repetition rates13) and pro-
vides a convenient diagnostic for SPM effects. Our
laser-scanning endoscopes avoid high intensities and
resultant SPM that arise when ultrashort pulses are
confined to the 5 10-mm mode field diameter of SMF.

We developed epif luorescence microendoscope probes
that are 0.9–2.6 cm in length and 350 1000 mm in
diameter and that are based on GRIN microlenses
(Fig. 1). When used as stand-alone rigid endoscopes,

Fig. 1. a, Photograph of three multiphoton endoscopes,
of 1.0-, 0.5-, and 0.35-mm diameter, oriented with the
coupling lens at the top of the figure. A minor tick on
the scale equals 1.0 mm. b, Optical layout used for the
endoscopic measurements of Figs. 2 and 3. The focal
plane in the sample may be adjusted by movement of
either the endoscope itself or the microscope objective
that couples the excitation beam. PMT, photomultiplier
tube. Custom software controlled a pair of galvanometers
(Cambridge Technologies) for x y scanning. c, Optical
schematic of the excitation beam in the endoscope GRIN
triplet. Red lines are normal to the local wave fronts.
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as shown here, our microendoscopes provide the ability
to make focal adjustments by moving intermediate
optics on the side of the relay that is external to the
sample (Fig. 1b). Our probes should also adapt to an
operation mode similar to that of confocal endoscopes
that use single f ibers or f iber bundles as optical
relays.3 – 8 The microendoscope probe would serve as
the optical head at the end of the fiber relay and with
negatively prechirped pulses would yield reduced SPM
compared with the last few centimeters of an optical
fiber.

Our microendoscope probes are compound GRIN
triplets (Figs. 1a and 1c) that we used in an optical
layout similar to that of a laser-scanning multi-
photon microscope1 (Fig. 1b). The triplet comprises
an objective lens, a relay lens, and a coupling lens.
For collecting maximum f luorescence, the objective
numerical aperture (NA) should be close to the upper
limit set by GRIN fabrication constraints, about 0.5.
Thus, the pitch length, p (axial length for two full
oscillations in beam diameter15), of the GRIN substrate
for the objective is relatively short, only 3.7–9.5 mm.
Our probes use a cylindrical GRIN substrate with an
approximate quadratic radial variation in refractive
index, n�r� � n0�1 2 g2r2�2�. p is determined by the
coeff icient g, p � 2p�g. The pitch of the objective
lens, the axial lens length (L) in units of p, is less
than 1�4 and is found from the working distance:
WD � �gn0 tan�2pL�p��21. A collimated beam enter-
ing the objective is focused in the sample a distance
WD from the external face (Fig. 1c). This is a focal
distance �gn0 sin�gL��21 from the principal plane.

The relay lens has a lower NA, 0.084–0.11, and
hence a longer pitch length (15–45 mm). Such length
is needed for insertion of the probe into a deep sample;
for many applications a 1/2-pitch relay suff ices. GVD
is not too troublesome, since the on-axis dispersion
coeff icient of our GRIN lenses is �6300 fs2�cm
(Ref. 16). This dispersion implies that in our current
longest probe of 2.6 cm an unchirped pulse in the range
100–120 fs broadens 76–42%. For additional length,
the relay may be an integral multiple of 1/2-pitch, and
in some cases prechirping may be warranted. The
coupling lens is 1/4-pitch and its 0.5 NA matches the
0.5 NA of the microscope objective that focuses
the excitation beam to just above the external face of
the coupling lens (Figs. 1b and 1c).

The GRIN triplet translates an image plane from
just external to the coupling lens to the focal plane
in the sample (Fig. 1c). Magnif ication is calculated
and measured to be near 1, since the probe objective
and coupling lens are usually both near 1/4-pitch in
length. To scan the excitation beam laterally within
the sample, one scans the beam waist in the focal plane
just above the coupling lens (Figs. 1b and 1c). The
scanning optics are proximal to the light source and
so need not be miniaturized. In the design of Fig. 1c,
our aim was not only to preserve optical resolution and
coupling eff iciency of the excitation beam but also to
minimize aberrations. To design an endoscope of a
given length, it helps to choose a relay GRIN substrate
with a long pitch length, because aberrations accrue
in lenses of multiple pitch.17 This choice comes at the
expense of field of view, which is approximately the
endoscope diameter divided by the ratio of relay pitch
length to objective pitch length.18 Other compromises
are possible. In some cases, one might even choose to
use a single multiple-pitch GRIN lens. In almost all
GRIN endoscopes, peak pulse intensities occur only at
the one, or at most the few, internal foci within the
relay (Fig. 1c). This minimizes SPM.

The severity of SPM can be estimated by use of the
B integral15
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which integrates the intensity, I �z�, weighted by the
optical Kerr coeff icient, n2I , for wavelength l, over the
entire axial length of the instrument. The pulse ac-
quires no signif icant SPM if B , 1. For the problem of
femtosecond pulse delivery, one may calculate useful
upper bounds on B by neglecting GVD. The condition
B , 1 for a pulse of peak intensity, Ipeak, traveling a
length, L, in SMF implies L , LSPM � l��2pn2I Ipeak�.
For two-photon microscopes with SMF delivery,9,10

100-fs pulses at 800 nm of 1 nJ imply LSPM � 1.3 cm,
with n2I � 3 3 10216 cm2�W for glass.12 By con-
trast, 100-fs pulses accumulate significant GVD over
�9 cm,12 indicating that SPM dominates GVD until
Ipeak falls. A central aim of our endoscope design was
to achieve a smaller B value.

We calculated B for a GRIN lens. A beam with ini-
tial waist w0 will have radius

w � w0�cos2�gz� 1 C2 sin2�gz��1�2

after propagating distance z within the lens, where
C � �l�pgw0

2n0� (Ref. 19). Neglecting GVD, we find
that the B-integral over a lens of 1/4-pitch, p�2g, for a
pulse of duration t is
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Evaluation for 100-fs pulses at 800 nm yields a con-
servative bound to ensure minimal SPM, E , 67 nJ .
This bound implies that GRIN endoscopes will retain
quadratic dependence of two-photon f luorescence well
beyond the pulse energy range commonly used for
imaging. We verif ied this up to E � 1.6 nJ (Fig. 2a),
using a 500-mm-diameter endoscope to excite a f luo-
rescein dye solution.

To study endoscope resolving power, we imaged
subresolution 100-nm f luorescent beads, using 810-nm
excitation. As an estimate of lateral resolution, we
used the full width at half-maximum (FWHM) of
single bead images in a plane through the axial
center of the bead (Fig. 2b). Endoscopes with NAs
of 0.46, 0.42, and 0.26 displayed lateral resolutions
of 1.26 6 0.1 mm, 1.84 6 0.1 mm, and 2.86 6 0.2 mm,
respectively (Fig. 2b). These FWHM values are
approximately 2–2.5 times larger than expected from
the theoretical treatment of resolution in two-photon
imaging.2 Aberrations probably cause this discrep-
ancy. In addition to spherical aberration, chromatic
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Fig. 2. a, Plot of the f luorescence signal generated
by a f luorescein solution as a function of incident
pulse energy and average power at 810 nm delivered
by a 500-mm-diameter endoscope. Black circles, data;
red curve, pure quadratic fit without a linear term,
y�x� � a 1 bx2. On a double-log plot, f luorescence rises
with a slope of 1.96 6 0.01. b, Line images of single
100-nm beads (Polysciences, Inc.), acquired in an axial
plane through the bead center with 810-nm excitation.
Intensity values are normalized to maximum intensity at
the bead center. Red circles, data for a 1.0-mm-diame-
ter endoscope with a 0.46 NA and 300-mm WD. Blue
circles, data for a 500-mm-diameter endoscope with a
0.42 NA and a 300-mm WD. Black circles, data for
a 500-mm-diameter endoscope with a 0.26 NA and an
800-mm WD. Solid curves, parametric fits. Fits to a
Gaussian or to the square of the Airy disc (Ref. 2) are
nearly indistinguishable, and both yield average FWHM
of 1.26 6 0.1 mm, 1.84 6 0.1 mm, and 2.86 6 0.2 mm.

Fig. 3. Fluorescence images of a neuron and its dendrites
in a zebra f inch brain slice stained with Alexa-488 injected
into brain area Hvc. Incident power at the sample was
�35 mW . A Nikon M-Plan 403 microscope objective with
a 0.5 NA was used to match the 0.5 NA at the center of
the endoscope’s coupling lens. Angular and lateral mis-
alignments lowered the optical transmission through the
endoscope probe to �55 65%. The 403 microscope objec-
tive magnification multiplies that of the endoscope probe.
In a, the neuron was imaged with a 500-mm-diameter endo-
scope (0.543 magnification), with an endoscopic objective
lens of 800-mm WD, 0.26 NA, and 122-mm field of view.
The scale bar is 10 mm. In b, the identical neuron was
imaged with a 1.0-mm-diameter endoscope (0.953), with
an endoscopic objective lens of 300-mm WD, 0.46 NA, and
211-mm field of view.

aberration may play a role: Some of our endoscopes
exhibit a focal-length difference of �1 mm or more
across the �12-nm spectral bandwidth of 800-nm
excitation pulses.
We tested our ability to image cellular details
by examining slices of zebra f inch brain in which
neurons were labeled with Alexa-488 f luorescent dye.
After perfusion and fixation of the slices, we imaged
neurons with a 500-mm-diameter endoscope with a
0.26-NA endoscopic objective (Fig. 3a; see caption
for details) or with a 1.0-mm-diameter endoscope of
0.46 NA (Fig. 3b). Neuronal dendrites were visible,
demonstrating the ability to resolve micrometer-scale
subcellular features.

We introduced multiphoton f luorescence micro-
endoscopes exhibiting micrometer-scale resolving
power and minimal SPM. Our designs may also
be useful for other forms of nonlinear optical imag-
ing, such as those involving harmonic generation or
coherent anti-Stokes Raman scattering. Given the
widespread applicability of multiphoton microscopy,
we anticipate that nonlinear optical endoscopy will
rapidly be applied to live animal studies and eventu-
ally to human patient diagnostics.
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